[ RECEIVED " onsssu

By Carol Day at 8:16 am, Jun 05 2 009]

MiSSOUR! DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT GHQ Academy

Compleia this report In duplicate at the time of the regutar menthly preveniive maintenance chack, and whenever Instrument
is repaired. Send copy 1o Dapartment of Health; retain original in departiment file.

DATAMASTER SN DATE OF INSFECTION
204069 6/2/2069
LOCATION OF INSTRUMENT (STREEY AND CITY) TIME OF {INSPECTION
1510 E. Eim 8t,, Jeffersen City 15:16

CHECKLIST: Place a check (v} to lhe left of each item if lound to be salisfactory or if oparating within eslablished Himits. {Wrile
in observed values where determined.} Unchecked items must ba corrected before using instrumaent.

W DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

W] COMPUTER 1 DETECTOR

¥} PROGRAM FILTERS

HEATERS SAMPLE CHAMBER  +49°C _ QUARTZ STANDARD ]
FLOW DETECTOR CALIBRATION

PUMP HIGH SPEED _ PRINTER

/] INDIGATOR LIGHTS

W] THME AND DATE 13:40 B/2/2009

W] SIMULATOR TEMPERATURE {34 °C £ 0.2°C)  +34.20°C

] CALIBRATION CHEGK -
Run thiee tests using a standard solutlon. All three tesls must be wilhin £ 5% of the standard value and must have a
spread of .005 or loss, Check the box corresponding lo the standard solution being used. (PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP}
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ ]10.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TEST1 W™ 04 TEST2 ™ 104 TEST3 W 104

PERFOBM R.F.L TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0O |{0-.04) G {.05-.09) 0 I{.10~.I4) 0 {.15-.19) 0 {Over .19) "]
List any new parls and describe any alteration or modlfication that was made o restore the instrument to operate satislactorily

and within established limils {use other side if necessary)
Upgraded firmware jrom 12-16-1899 to 04-07-2009. Resel lime of instrument (DST). Chenged printer dbbon,

Guth Laboratories, lot #08340, explring 10!1 5/2009
INSPECTING CFEICER
PHINT HAME

SANATURE

» 6\ AUYALE A0 A M Dewayne D, Carver

TYPE H PEAMITRUM WNDME N TELEPHONE NUMBER
72021 10/29/2009 (673) 751-4722

MO §80- 1460 (9-34) AR EQUAL OFPORTUNITY/AFFIRMATIVE ACTION EMPLOYER
SIS Prirvaded o1 A NGAGLERrdA IOy DI

Eab.-1108



®
@5 GUTH LABORATORIES, INC.

530 NORTH 67th STREET _® HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470

a

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contam 0.0482 percent
(w/vol) ethyl alcohol. The cxpiration date for this lot
number is January 6, 2010 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.04 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.

c:"”"'“’/

Ted ‘L. Pauley, President
GUTH LABORATORIES, INC.



BAC DataMaster

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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REORDER ALL SUPPLIES FROM N.P.AS.
A B e Al LEALIOCITE My d AP

§0021

' FACE THIS SIDE DOWN - THIS EDGE IN FIRS]

BAC DATHMASTER

BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWAY PATROL
SERIAL HUMBER 224843
Be- o289

TESTING OFFICER:
' CRARVERDEYRYNED
OFFICER I.T.: G4
PERMIT NUMEER: 728217

"EXPIRATION DATE:

13,299,069

. MISCELLANECQUS DATA:

.18 YAPOR CALIBRATION CHECK
GUTH LABS LOT 63340 EXP 1a-15/2667

-—— SUPERVISOR MODE ——-

BLANK TEST . BiE 1519
INTERNAL STANDARD YERIFIED 15:1%
“EXTERMAL STANDARD . 184 15:19
CBLAMK TEST . G50 15: 20
EXTERNAL STANDARD . 194 15: 20
"BLANK TEST . B 15: 21

- EXTERNAL STAHDARD . 1n4 15
BLANK TEST g clcls) 15:22
SIM. = .1

AVG.

nhon

. 164

v

BAC DataMaster
Evidence Ticket

- MISSOURI STATE HIGHWAY PATROL
BAC DATAMASTER SERIAL HUMBER 2646569
868249

- HRREST TIME: G3:86

SUBJECT MAME:
X

‘DOB: 81,6161

STATE/D.L.t HesX

'ARRESTING OFFICER:

LK

OFFICER 1.D.1 ¥

TESTING OFFICER:
CARVERZDEWAYNED

OFFICER 1.D.: G4l

PERMIT NUMBER: 7&DE1%

EXPIRATION DATE: 16.89,0%

MISCELLANEOLS DATHA:

SEXE M

————-i RABIO IHTERFEREMCE

RFI TEST
~-~ BREATH BAHALYSIS —-— _
BLANK TEST . GG 15104
T INTERNRL STAMNDART YERIFIED i5:24

FACE THIS SIDE DOWN - THIS EDGE IN FIRST |



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

DEWAYNE D. CARVER

is hereby authorized to Instruct and supervise operators, train Instructors, inspect,

- calibrate, perform field repalrs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of bioéd ff&o_m a sample of explred {alveolar)
air. Issued under the provisions of sections 577.020 through 577,041, RSMo 1986.

oo NODINT__ L g e pa s

" Director of Siate Publlc Health Laboratory = i -

expies -10/29/2009 SR

Direclor, Depariment of Health ~
MO 580-0771 {7-88) Lab, 4 (R7-83)



